A measurement system of head movements for the vestibulo-ocular reflex.
This paper describes an efficient technique to record head movement signals for the computer analysis of vestibulo-ocular reflex. The technique has essentially lower costs than the method of rotatory chair. It is easy to operate and yields recordings of high quality. The system is connected to our analysis program of vestibulo-ocular reflex, the results of which are briefly presented.